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PTG 1802 
Windows 11 firmware update guide 

 

 

Follow these steps to upgrade the PTG 1802 firmware on Windows 11. 

 

1. Download the latest testor firmware update and USB driver from the Lynx Technik 
support page: https://lynx-technik.com/support/ 

2. Extract the USB driver and run the Install-driver.exe 

Windows might not allow the unsigned driver to load. In this case it is necessary to 
disable the driver signature enforcement.  

3. Boot in recovery mode.  
You can do this by holding "shift" while clicking on reboot or go to:  
Settings > Windows update > Advanced options > Recovery > Advanced reboot 

4. During the rebooting process a menu with multiple options will appear. Navigate 
to troubleshooting > Advanced options > Start-up Settings > Boot options  
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5. Press Restart 
6. On the menu with boot options press the number corresponding to disabling the 

driver signature enforcement. 

Windows 11 should now allow you to install the unsigned USB driver for the PTG.  
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7. Run Install-driver.exe again. 
 

8. Run LYNX_PTG1802_755.exe to unpack the TestorLiteProgrammer 
 

9. Connect the PTG1802 to your PC 
 

10. Run TestorLiteProgrammer to update the PTG1802 

 

If issues persist you may have to temporarily deactivate memory integrity on the PTG 
1802. Navigate to the device safety section in the Settings > Core isolation > Memory 
Integrity and disable to perform the firmware update. 


